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ABSTRACT 


A new  method  for  the  measurement  of  phase  velocity  of  ultrasonic 
waves  by  phase  comparison  of  narrow-band  bursts  is  described.  The  method 
was  developed  for  the  determination  of  properties  such  as  elastic  moduli 
of  composites  or  other  materials  in  which  phase  velocity  varies  with 
frequency.  In  such  dispersive  materials,  individual  cycles  within  a burst 
travel  at  a velocity  different  than  for  the  burst  as  a whole.  The  new 
method  is  based  on  the  phase  comparison  of  entering  and  emerging 
sinusoidally-shaped  bursts.  Two  wideband  transducers  and  a buffer  are 
used  for  reference.  The  specimen  is  interposed  between  a set  of  trans- 
ducers and  buffer  identical  with  the  reference  set.  Bursts  are  fed  to 
the  two  assemblages  and  the  phases  of  the  signals  after  transmission  are 
compared.  The  signal  is  varied  from  low  to  high  ultrasonic  frequencies 
while  in-phase  and  out-of-phase  conditions  and  frequencies  are  recorded. 
From  the  data,  phase  velocity  is  calculated  at  each  recorded  frequency. 

The  method  and  some  results  are  discussed. 
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A through-transmission  method  for  measuring  the  phase  velocity  of  ultrasonic 
waves  in  dispersive  materials  is  described.  The  need  for  such  measurement  has 
arisen  with  the  development  of  composite  materials.  Since  phase  velocities  of 
longitudinal  and  shear  waves  in  solids  are  functions  of  clastic  properties,  veloc- 
ity measurements  shed  light  on  the  elastic  properties  of  composites.  However, 
ultrasonic  velocities  in  composites  are  generally  not  constant;  they  vary  with 
frequency.  Materials  which  exhibit  such  a variation  of  velocity  with  frequency 
are  called  dispersive  materials. 

In  dispersive  materials,  a distinction  exists  between  the  phase  velocity  and 
the  group  velocity  of  waves.  Phase  velocity  at  a certain  frequency  can  be  de- 
scribed as  the  velocity  of  a continuous  sinusoidal  wave  of  the  given  frequency. 

Group  velocity  is  the  velocity  with  which  the  point  of  maximum  amplitude  of  a 
burst  (or  wave  packet)  moves  through  the  medium.1  If  phase  velocity  varies  with 
frequency,  the  point  of  maximum  amplitude  of  a burst  travels  at  a velocity  dif- 
ferent from  the  velocity  of  individual  cycles  in  the  burst.  In  such  a case  an 
individual  cycle  will  move  within  the  burst  as  the  burst  advances.  Thus,  although 
measurement  of  the  transit  time  of  bursts  is  sufficient  for  group  velocity  deter- 
mination, it  does  not  give  enough  information  to  enable  the  calculation  of  phase 
velocity  in  dispersive  materials  with  fixed  path  length. 

This  paper  describes  a method  of  phase  velocity  measurement  based  on  the  phase 
between  cycles  in  incident  and  transmitted  bursts.  It  is  an  extension  of  contin- 
uous wave  methods  developed  recently  for  velocity  measurements  in  composites  by 
Lynnworth,  Papadakis,  and  Rea.2  In  their  method,  a continuous  wave  (cw)  of  variable 
frequency  is  transmitted  through  a specimen  of  fixed  length.  Beginning  in  the  low 
ultrasonic  range,  the  frequency  is  increased  gradually.  Frequencies  at  which  input 
and  output  waves  are  in  phase  and  out  of  phase  are  recorded  and  the  data  plotted  as 
in  Figure  1,  where  N is  the  number  of  cycles  of  delay  of  the  signal  due  to  passage 
through  the  specimen.  At  the  lowest  out-of -phase  point,  N = 1/2.  Each  successive 
in-phase  and  out-of-phase  point  correspond  to  an  increase  of  1/2  cycle  (N  = 1/2,  1, 
1-1/2,  etc.).  Should  the  signal  be  lost  because  of  attenuation  but  reappear  at 
higher  frequencies  (such  as  happens  in  layered  materials),  ambiguity  exists  and 
additional  information  is  needed  to  determine  N at  the  higher  frequencies. 

Since  N is  the  number  of  cycles  of  delay  of  the  signal  in  the  specimen,  the 
delay  time  is  N/f  and  the  phase  velocity  is 

V = L/(N/f)  = Lf/N,  (1) 

where  V = phase  velocity  [m/s], 

L = specimen  length  [m] , 
f = frequency  [Hz]. 


1.  LINDSAY,  R.  B.  Mechanical  Radiation.  McGraw-Hill  Book  Company,  Inc.,  New  York,  N.  Y„  1960,  p.  109-112. 

2.  LYNNWORTH,  L.  C.,  PAPADAKIS,  L.  P.,  and  RLA,  W.  W.  Ultrasonic  Measurement  of  Phase  and  Group  Velocity  and  Attenuation 
Using  Continuous  Wave  Transmission  Techniques.  Panamctrics,  Inc.,  Contract  DAAG46-73-C-01 77,  Final  Report,  AMMRC  CTR 
74-20,  April  1974. 
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Figure  1.  Typical  phase  data,  cycles 
versus  frequency,  longitudinal  waves 


One  disadvantage  of  this  method  is  its  lack  of  discrimination  against  reflec- 
tions, mode  conversions,  or  other  interfering  singals.  In  the  presence  of  inter- 
ference, the  phase  of  the  transmitted  wave  may  be  affected.  This  disadvantage  is 
overcome  while  the  advantages  of  phase  comparison  are  retained  in  the  new  method  in 
which  repetitive  narrow-band  bursts  are  used  instead  of  a continuous  wave. 

Phase  comparison  between  bursts  with  different  delay  times  requires  that  a 
series  of  bursts  be  generated  in  such  a way  that  they  are  all  identical  in  shape 
so  that  they  will  match  exactly  on  synchronized  scope  sweeps.  The  frequency  of 
the  carrier  must  be  continuously  variable  and  measurable  to  enable  accurate  delay 
time  determination  from  phase  measurement.  These  objectives  are  achieved  if  the 
bursts  are  obtained  by  shaping  a cw  carrier  by  pulses  derived  from  a submultiple 
of  the  carrier  frequency.  For  dispersive  materials,  an  additional  requirement  is 
that  the  bursts  be  shaped  such  as  to  occupy  as  narrow  a spectrum  of  frequencies 
as  possible  for  a given  burst  width.  These  requirements  are  met  in  the  phase  com- 
parison method  to  be  described. 

ANALYSIS  OF  PULSES  AND  BURSTS 

As  the  first  step  in  selecting  a pulse  with  a narrow  bandwidth,  the  spectra 
of  common  pulse  shapes  were  compared.  Published  information3  indicates  that  the 

3.  Reference  Data  for  Radio  Engineers.  International  Telephone  and  Telegraph  Corp.,  New  York.  N.  Y.,  Fourth  Kdition.  1956, 
p.  1019-1024. 
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spectrum  of  a cosine-squared  pulse  has  a relatively  narrow  bandwidth.  Rectangular 
pulses  have  a wide  bandwidth.  By  means  of  Fourier  analysis  and  plpts  obtained  from 
a programmable  calculator-plotter,  the  characteristics  of  pulses  and  bursts  were 
studied. 


Rectangular  Pulse 


The  amplitude  of  the  harmonics  in  a train  of  rectangular  pulses  of  unit 
amplitude  is  given  by 


sin  nnFtw 

TTnFty) 


(2) 


where  An  = relative  amplitude  of  nt^1  harmonic, 
n = 1,2,3,--- 

F = pulse  repetition  frequency  [Hz], 
tw  = pulse  width  [s] . 


The  envelope  of  harmonic  amplitudes  as  a function  of  the  product  of  harmonic 
frequency  (nF)  times  pulse  width  is  given  in  Figure  2. 

Cosine-Squared  Pulse 


A cosine-squared  pulse  of  unit  amplitude  can  be  defined  by 

g(t)  = cos2irt/tw,  (-l/2<t/tw<l/2) , (3) 

where  t = time  [s] . 

A train  of  these  pulses  is  approximated  by  the  series: 

.1  1 2m 

«(t)  = 2m  + m 1 \i  cos  2-irnFt,  (4) 

n=l 

where  m = 1/  (Ftw) . 

A plot  of  its  envelope  of  harmonic  amplitudes  is  included  in  Figure  2.  Beyond 
nFtw  =2,  (n  = 2m),  the  amplitudes  are  less  than  2.7%  relative  to  the  fundamental. 
If  frequencies  beyond  nF  = 2/tw  are  ignored,  the  cosine-squared  pulse  is  only 
slightly  distorted.  By  comparison,  a rectangular  pulse  of  the  same  duration  would 
require  more  than  six  times  the  band  of  frequencies  required  by  the  cosine -squared 
pulse.  Other  pulse  shapes  were  considered  (Gaussian,  triangular,  damped  expo- 
nential, etc.)  but  none  was  judged  better  than  the  cosine-squared  pulse. 

Narrow-Band  Burst 


A series  of  bursts  can  be  generated  by  100%  amplitude  modulation  (am)  of  cw 
by  a repeated  pulse.  In  am  the  frequency  components  consist  of  the  unmodulated 
carrier  frequency  plus  upper  and  lower  sidebands.  The  sidebands  are  sums  and 
differences  between  the  carrier  frequency  and  the  modulating  frequency  components. 
Thus  for  a narrow-band  burst,  a modulating  function  with  a narrow  bandwidth  is 
needed.  The  cosine -squared  pulse  was  selected  as  the  modulating  function. 
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Figure  2.  Comparison  of  harmonic  content  in  square  and  cosine-squared  pulses 


A burst  with  a cosine-squared  envelope  is  represented  by 

g(t)  = (cos2vt/tw)  cos  2frf0t,  (- l/2<t/tw<l/2) , (5) 

where  fG  = carrier  frequency  [Hz] . 


Let  the  burst  duration  be  sufficiently  long  to  include  several  cycles  of 
fo-  Then  an  approximation  to  Equation  5 is 

i 2m 

g(t)  4 1_  £ An  cos  27r(f0+nF)t,  (6) 

2m  n=-2m 


where 


1/2,  where  jn| 

1 , where  n = 0, 
sin  wn/m 
tr(l-n2/m2)n/m  ’ 


= m, 

elsewhere. 


Here,  n takes  on  negative  as  well  as  positive  values.  If  m is  not  an  integer, 
the  series  may  be  truncated  at  the  integer  next  larger  in  magnitude. 


The  harmonic  amplitude  envelope  is  symmetrical  about  the  carrier  frequency. 

The  right  half  has  the  shape  of  the  envelope  of  the  cosine-squared  pulse  harmonics. 
Since  mf  = l/tw,  the  harmonics  extend  from  (f0-2/tw)  to  (f0+2/tw)  and  the  bandwidth 
is  4/tw  for  harmonics  with  amplitude  greater  than  2.7%  relative  to  the  carrier. 

This  indicates  that  bandwidth  is  inversely  proportional  to  pulse  width,  so  that 
bandwidth  is  reduced  at  the  expense  of  pulse  width  and  vice  versa.  For  a given 
situation,  a compromise  has  to  be  made  between  pulse  width  and  bandwidth.  For  a 
burst  of  20  cycles,  the  harmonics  extend  from  10%  below  to  10%  above  the  carrier 
frequency. 
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A cosine -squared  burst  and  its  harmonics  are  illustrated  in  Figure  3.  A 
carrier  frequency  of  10  MHz,  pulse  length  of  2 us,  and  repetition  frequency  of  125 
kHz  have  been  assumed.  The  energy  in  the  burst  is  concentrated  mainly  in  frequen- 
cies from  9.5  to  10.5  MHz,  where  amplitudes  relative  to  the  carrier  range  from 
0.5  to  1. 


EFFECT  OF  DISPERSION  ON  A BURST 

Let  us  assume  that  a cosine-squared  burst  is  launched  into  a homogeneous 
elastic  specimen.  If  velocity  is  a linear  function  of  frequency,  the  burst  leaving 
the  specimen  can  be  represented  by  substituting  [t-L/(V0+nFV') ] for  t.  Equation 
6 becomes 

1 2m  I 

gtt.u  ; s E A„  cos  [2.(£0.nF)  (t-  ) , (7) 

n=-2m  u 

where  L = specimen  length  [m] , 

V0  = phase  velocity  at  f0  [m/s], 

V'  = dV/df  [m]. 

If  the  burst  width  is  more  than  twice  the  transit  time  of  the  bursts  (see  Appendix), 
Equation  7 is  approximated  by 

1 2m 

g(t , L)  = [ — Z A cos  27tnF(t-L/U0)]  cos  2irf0(t-L/V  ) , (g) 

2m  n=-2m 

where  U0  = V0/(l-f0V'/V0)  [m/s]. 

The  expression  in  brackets  is  the  modulating  function  for  the  carrier.  UG  is 
the  velocity  of  the  envelope  at  fo  and  is  called  the  group  velocity.  Unless  V'=0, 
the  envelope  and  the  oscillations  travel  at  different  velocities:  the  envelope  at 
group  velocity  and  oscillations  at  phase  velocity. 

Equation  7 can  be  expressed  in  units  of  megahertz  for  frequency  and  micro- 
seconds for  time.  It  is  plotted  in  Figure  4 for  three  different  linear  velocity- 
frequency  relations  with  a burst  of  20  cycles,  a carrier  frequency  of  10  MHz,  and 
V0  = 5,000  m/s.  Three  cases  are  illustrated:  V'  = 0,  + 0.25xl0~3m,  and  - 0.25x 

10" 3m.  As  calculated,  U0  = 5,000  m/s,  10,000  m/s,  and  3,333  m/s,  respectively. 

For  an  assumed  0.01-m  thickness,  the  center  of  the  burst  emerges  at  2,  1,  or  3 
us  after  it  is  launched  into  the  specimen.  The  examples  discussed  show  that  the 
group  velocity  has  varied  from  2/3  to  twice  the  phase  velocity  of  the  carrier. 

It  is  evident  that  transit  time  measurement  is  not  sufficient  to  determine  phase 
velocity  in  dispersive  materials. 

In  all  three  cases,  cycles  near  the  center  of  the  bursts  are  exactly  or  very 
nearly  in  phase  with  continuous  waves  after  travel  under  the  same  conditions.  The 
departure  from  in-phase  condition  is  equivalent  to  less  than  0.1%  of  the  transit 
time  of  the  bursts.  Criteria  for  monitoring  and  controlling  error  due  to  disper- 
sion are  discussed  in  the  Appendix.  On  the  basis  of  the  analysis  of  these  bursts, 
it  was  decided  to  use  them  for  phase  velocity  determination  by  phase  measurements. 
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Frequency.  Megahertz 


Figuie  3.  (top)  Cosine-squared  burst 

(bottom)  Frequency  components  of  cosine-squared  burst 


• <i 


Time.  Microseconds 


Figure  4.  (a)  Burst  transmitted  through  medium  in  which  velocity  is  constant 

(b)  Burst  advanced  by  increase  of  velocity  with  frequency 

(c)  Burst  retarded  by  decrease  of  velocity  with  frequency 
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PHASE-COMPARISON  SYSTEM 

Equipment  for  the  narrow-band  burst  phase  comparison  system  is  shown  photo- 
graphically in  Figure  S and  in  block  form  in  Figure  6.  It  is  comprised  of  oscil- 
lator and  modulator  A,  frequency  divider  B,  frequency  counter  C,  waveform  gener- 
ator D,  transducer  and  specimen  assemblies  F,  preamplifiers  F,  and  oscilloscope  G. 

The  oscillator  and  modulator  are  combined  into  an  amplitude-modulated  signal 
generator.  It  generates  continuous  sine  waves  which  can  be  varied  from  audio 
frequencies  to  11  MHz  and  has  a modulation  input  for  amplitude  modulation  by  an 
external  voltage  to  produce  a 15  V peak-to-peak  output  into  50  ohms.  A square 
wave  output  synchronous  with  the  continuous  sine  wave  is  also  provided.  It  is 
connected  to  the  input  of  frequency  divider  B. 

Frequency  divider  B was  assembled  from  digital  modules.  It  produces  a square 
wave  at  a frequency  1/1024  times  the  input  frequency.  The  output  is  fed  to  wave- 
form generator  D. 

Frequency  counter  C is  a digital  counter  which  measures  the  output  frequency 
of  B.  Waveform  generator  D is  triggered  by  the  frequency  divider.  For  every 
square  pulse  from  B,  a single  cycle  of  a cosine-squared  wave  is  generated.  The 
output  is  fed  into  the  modulation  input  of  the  modulator. 
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After  proper  adjustment  of  frequency,  dc  level,  and  amplitude  in  D,  the  out- 
put of  A consists  of  ultrasonic  bursts  of  several  cycles  with  a cosine-squared 
envelope,  repeated  at  regular  intervals.  The  frequency  of  vibrations  is  1024 
times  the  frequency  measured  by  C.  All  the  bursts  are  identical,  since  they  are 
triggered  at  an  integral  submultiple  of  the  carrier  frequency. 

Examples  of  wave  forms  at  different  outputs  are  given  in  Figure  7.  First, 
an  unmodulated  carrier  wave  obtained  from  the  oscillator  section  of  A is  illus- 
trated in  Figure  7a.  Next,  in  Figure  7b,  is  the  output  from  D,  the  cosine-squared 
pulse  used  as  the  modulating  signal.  The  output  of  the  modulator  section  of  A is 
the  cosine-squared  burst  illustrated  in  Figure  7c. 


Figure  6.  Narrow  band  burst  phase  comparison  apparatus 


Figure  7.  (a)  Unmodulated  carrier  wave 


(b)  Cosine-squared  pulse 


(c)  Modulated  carrier  wave 
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The  burst  is  applied  to  two  identical  wideband  transducers:  1.9-cm  diameter, 

5 -Mi  1 z center  frequency  for  longitudinal  waves;  1.27-cm  diameter,  2.25-Milz  center 
frequency  for  shear  waves.  The  specimen  is  coupled  to  one  of  these.  Although 
optimum  size  requirements  have  not  been  determined,  specimens  measuring  5 cm 
x 5 cm  x 1.27  cm  are  satisfactory.  Coupled  to  the  specimen  and  to  the  other 
transducer  are  two  fused  silica  buffers  of  equal  thickness  (within  0.001  cm). 

These  ire  working  grade  optical  flats  1.573-cm  thick,  5 cm  in  diameter  (replacing 
2.5-cm  diameter  buffers  shown  in  Figure  5).  Their  purpose  is  to  delay  ultrasonic 
signals,  thus  avoiding  spurious  signals  caused  by  direct  electrical  transfer  of 
signals  between  transmitting  and  receiving  transducers  or  circuits.  Two  more 
transducers,  identical  to  the  first  pair,  are  used  as  receivers  in  contact  with 
the  buffers. 

The  received  signals  are  amplified  in  two  wideband  amplifiers  F and  applied 
to  two  channels  of  oscilloscope  G which  is  synchronized  by  the  output  of  frequency 
divider  B. 


PROCEDURE 

A preliminary  check  is  made  with  the  two  sets  of  transducers  and  buffers 
without  a specimen  to  assure  that  the  received  bursts  are  in  phase.  Glycerine  is 
used  as  a couplant  for  longitudinal  waves,  DC275-V9  for  shear  waves.  Shear  trans- 
ducer pairs  arc  oriented  to  the  same  plane  and  polarity  of  vibration.  Now  the 
specimen  is  inserted  between  one  transducer  and  its  buffer. 

The  carrier  frequency  is  lowered  to  audio  frequencies  and  the  amplitudes  of 
the  images  from  the  buffer  alone  and  from  the  buffer  and  the  specimen  are  equalized 
by  adjusting  the  gain.  Then  the  burst  duration  is  adjusted  to  more  than  twice  the 
transit  time;  that  is,  the  width  of  the  bursts  is  made  longer  than  twice  the  time 
between  maximum  points  on  the  bursts  transmitted  through  the  buffer  alone  and 
through  the  buffer-specimen  set.  Generally,  20  or  more  cycles  are  included. 

Cycles  midway  between  the  two  images  will  have  about  equal  amplitudes  which  are 
larger  than  one-half  but  smaller  than  full  amplitude. 

As  frequency  is  increased,  N increases  by  1/2  for  each  successive  in-phase 
and  out-of-phase  condition.  Data  are  plotted  as  cycles  N versus  frequency  f.  If 
no  points  are  missed,  the  plotted  curve  extrapolates  to  N=0  at  f=0  and  is  contin- 
uous until  the  signal  is  lost  by  attenuation.  The  phase  velocity  at  each  point  is 
obtained  by  use  of  Equation  1. 

As  an  example,  a burst  transmitted  through  a buffer  is  shown  in  Figure  8a. 
After  transmission  through  an  identical  buffer  and  a specimen  and  with  additional 
gain,  the  burst  is  as  in  Figure  8b.  For  clarity,  the  oscillogram  was  taken  at  a 
carrier  frequency  of  3.49  MHz  (a  frequency  which  passed  through  the  specimen  with 
low  distortion).  Figure  9 illustrates  the  images  superposed  to  enable  phase  com- 
parison. Here,  phase  and  group  velocities  are  equal  and  the  burst  is  delayed 
three  cycles  in  passing  through  the  specimen  (N=3,  as  determined  by  measurements 
at  various  thicknesses)  . 
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Figure  9.  Images  superposed  for  phase  comparison 


Figure  8.  (a)  Burst  transmitted  through  buffer  alone 

(b)  Burst  transmitted  through  buffer  and  specimen 

RESULTS 

As  a test  of  the  method,  longitudinal  wave  measurements  were  made  on  a steel 
rod  0.475  cm  in  diameter  and  18.0  cm  in  length.  The  phase  velocities  obtained 
along  with  the  curve  calculated  by  Bancroft^  for  a material  with  Poisson's  ratio  of 
0.30  are  plotted  in  Figure  10. 

The  ordinate  is  in  terms  of  the  ratio  of  velocity  to  the  velocity  limit  ap- 
proached as  the  diameter/wavelength  ratio  approaches  zero.  For  the  measured  data, 
the  lowest  frequency  at  which  a measurement  was  taken  was  114  kHz.  At  that  fre- 
quency, the  diameter/wavelength  ratio  is  0.1  and  the  calculated  velocity  is  99.8% 
of  the  velocity  l^mit  approached  at  low  frequency.  Accordingly,  this  velocity 
was  used  as  the  approximate  velocity  limit  for  the  measured  data.  The  phase  veloc- 
ity varies  as  expected  for  diameter/wavelength  ratios  less  than  1. 

Data  were  taken  also  on  a three-dimensional  carbon-phenolic  composite.  The 
specimen  measures  1.278  cm  in  the  z-direction  and  approximately  5 cm  in  the  x- 
and  y-directions . The  center-to-center  spacing  of  fibers  in  the  z-direction  is 
0.076  cm.  Nearly  flat  planes  of  fibers  parallel  to  the  x-direction  alternate 
with  similar  planes  of  fibers  parallel  to  the  y-direction.  The  thickness  of  a 
pair  of  planes  which  constitutes  a unit  cell  is  approximately  0.074  cm.  Measure- 
ments were  taken  from  low  frequency  to  the  point  where  the  signal  disappears. 

The  results  are  given  in  Figure  11  for  velocity  in  the  z-direction. 

With  either  the  continuous  wave  or  the  burst  method,  the  signal  disappears  as 
1.35  MHz  is  approached.  At  higher  frequencies,  there  is  uncertainty  in  the  ab- 
solute value  of  N.  For  that  reason,  measurements  with  the  burst  method  are  not 
being  reported  at  the  higher  frequencies,  pending  further  study. 

DISCUSSION 

Results  on  the  thin  rod  agree  closely  with  the  theoretical  dispersion  of 
extensional  waves  in  rods  through  most  of  the  frequency  range  covered.  Differences 
at  small  diameter/wavelength  ratios  may  be  due  to  experimental  error. 
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Figure  10.  Measured  and  calculated 
extensional  phase  velocity  in  a steel  rod 
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Figure  1 1 . Cycles  of  phase  difference  versus 
frequency  in  3-D  carbon-phenolic  specimen 


The  results  on  the  composite  specimen  (Figure  11)  are  close  to  the  results 
obtained  with  continuous  waves  (Figure  1)  up  to  the  point  of  disappearance  of  the 
signal  at  about  1.4  MHz. 

IVhether  continuous  or  pulsed  waves  are  used,  certain  bands  of  frequencies  are 
highly  attenuated  in  3-D  composites.  The  center  frequencies  of  the  bands  vary 
with  the  spacing  and  size  of  fibers  in  the  three  directions.  The  effect  appears 
related  to  phenomena  associated  with  layered  media4-5  complicated  by  the  presence 

4.  ROBINSON,  C.  W.,  and  LEPPELMEIER,  G.  W.  Experimental  Ferification  of  Dispersion  Relations  for  Layered  Composites. 

Journal  of  Applied  Mechanics,  v.  41,  no.  1,  Trans.  ASME,  v.  96,  Series  F.,  March  1974,  p.  89-91. 

5.  SUTHERLAND,  11.  J.,  and  L1NGLE,  R.  Geometric  Dispersion  of  Acoustic  Waves  by  a Fiber  Composite.  J.  Composite  Materials, 
v.  6,  October  1972,  p.  490-502. 
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of  fibers  parallel  to  the  direction  of  wave  propagation.  At  frequencies  above  the 
first  attenuated  band,  the  phase  comparison  method  becomes  ambiguous  since  the 
number  of  cycles  of  delay  is  unknown.  This  difficulty  is  inherent  in  any  method 
based  on  fixed  specimen  thickness. 

It  appears  possible  to  eliminate  ambiguity  by  taking  observations  at  fixed 
frequencies  after  small  changes  of  specimen  thickness.  Work  is  under  way  to 
determine  phase  change  versus  thickness  change  at  selected  frequencies  after  phase 
measurements  at  constant  thickness  and  varying  frequency  have  been  made.  With 
very  small  thickness  changes,  phase  changes  should  be  unambiguous.  With  the  ad- 
ditional data,  it  should  be  possible  to  remove  the  ambiguities  that  may  accompany 
the  phase-frequency  data. 

If  it  is  desired,  group  velocity  is  obtainable  from  U = LA7/M,  where  A?  is 
the  frequency  increment  which  accompanies  the  change  in  the  number  of  cycles  of 
phase,  STI.  Provided  that  within  the  band  of  frequencies  included  in  A?  the  signal 
is  not  lost  by  attenuation,  then  there  is  no  ambiguity  since  group  velocity 
depends  on  phase  increment  rather  than  on  phase. 

CONCLUSIONS 

A phase  comparison  method  for  narrow-band  bursts  that  provides  data  for  phase 
and  group  velocity  determiIa.tions  has  been  described.  The  measurements  are  un- 
equivocal as  the  frequency  is  increased  from  low  to  high  ultrasonic  frequencies 
till  the  signal  disappears.  Then  in  common  with  other  methods  based  on  constant 
thickness  specimens,  the  data  become  ambiguous  at  higher  frequencies  if  the 
signal  returns.  It  appears  possible  to  remove  such  ambiguity  by  obtaining  data 
after  small  thickness  changes.  The  new  method  will  facilitate  ultrasonic  studies 
of  wave  propagation  and  related  properties  in  composites  and  other  dispersive 
materials. 


APPENDIX.  ANALYSIS  OF  ERROR  DUE  TO  PHASE  SHIFT 


The  argument  of  the  cosine  function  in  liquation  7 can  be  expanded  as 
fol lows : 


2ir(f0+nF)[t-L/(V0+nFV')]  = 27rf0(t-L/V0)  + un. 


C A - 1 ) 


where  u = 2irnF 
n 


ft-__ 
L u0( 


l+nFV'/VJ  J ’ 


U0  = V0/(l-f0V'/V0)  [m/s]. 

UD  is  the  group  velocity,  measured  from  the  point  of  maximum  amplitude.1 

In  the  following  discussion,  the  "o"  subscript  is  omitted  from  the  vari- 
ables dependent  on  frequency.  They  are  understood  to  be  at  the  carrier  fre- 
quency. Now,  un  can  be  expressed  in  terms  of  known  or  observable  parameters 
in  ten  steps: 

a.  F = 1/ (mtw) . 

b.  Let  R = group  transit  time/burst  duration  = (L/U)/tw, 

c.  Let  M = number  of  cycles  between  peaks  of  transmitted  and  received 
bursts  = fL/U. 

d.  The  number  of  cycles  of  delay,  N = L/X. 

e.  From  the  definition  of  group  velocity,  U = dw/dk  = d(2uf)/d(2n/X)  = 
Ldf/dN. 

f.  fdN/df  = fL/U  = M. 

g.  V = Lf/N. 


h.  V' 


- dV/df  -L(l-  - (L/N)  (l-M/N)  . 


i.  V'/V  = (l-M/N)/ f . 


n tU  1 

j.  Finally,  un  = 2irR-  L - n 1 1 
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Equation  7 now  can  be  expanded  trigonometrically  to 


g(t,L)  = Z An  cos  un  cos  27rf0(t-L/V0) 


[2m 

»- 


(A-2) 


n sin  sin  2Trf0(t-L/V0)  \ . 


This  is  equivalent  to  two  waves  90°  out  of  phase,  modulated  by  the  functions  in 
brackets.  At  small  values  of  un,  the  major  component  is  the  cosine  wave.  The 
result  of  summing  the  components  is  equivalent  to  reducing  the  amplitude  of  the 
sine  wave  slightly  and  shifting  it  through  a small  phase  angle: 


= arc  tan 


2m 

Z An  sin  un 

n=-2m 

2m 

I An  cos  u 

n=-2m 


The  accuracy  of  velocity  measurement  depends  on  the  phase  angle.  During 
a test,  the  burst  duration  is  adjusted  so  that  it  is  more  than  twice  the  time 
between  maximum  points  of  the  images  from  the  two  receiving  transducers.  Con- 
sequently, R<l/2.  Next,  the  amplitudes  of  the  bursts  are  equalized  by  adjusting 
amplifier  gain.  At  the  point  where  phases  are  compared  (midway  between  image 
peaks),  tU/L=l/2.  Now  if  | 1/M- 1/N | <0.07,  the  error  introduced  by  phase  shift 
is  less  than  1%  of  the  duration  of  one  cycle  of  fQ.  This  can  be  monitored 
readily  while  taking  measurements  and  controlled  by  adjusting  pulse  width.  For 
example,  if  | 1/M-1/N|=0.25,  the  error  can  be  kept  to  1%  of  the  duration  of  one 
cycle  by  adjusting  the  burst  duration  to  three  times  the  transit  time.  Under 
these  conditions,  Equations  7 and  10  are  approximated  by  Equation  8. 
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